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AMMP Assays work at the molecular level using sound versus optics to both 
sensitively and accurately detect and quantitate proteins.  

AMMP measures the resonant frequency shift of a vibrating membrane to 
interactions at the sensor’s surface.

Biopharmaceutical manufacturing quality and process control requires contamination testing and purity assessments at critical stages in production to avoid 
compromising patient safety and the efficacy of the final drug product. Typical host cell related impurities are HCPs, nucleic acids, endotoxins, and viruses. Process-
related impurities include cell-culture reagents or raw materials used during downstream processing and purification (i.e. Protein A) 

The purpose of this work is to evaluate the performance of newly emerging technology.  The AMMP® assays run on the ViBE® Workstation on three key bioprocess 
testing applications. Using an assortment of bioprocess samples selected from multiple stages of the purification process, the feasibility of the ViBE workstation 
was tested for CHO-HCP and Residual Protein A contamination and product titer measurement. The AMMP assays performance were evaluated for reproducibility, 
precision and accuracy. HCP results demonstrated comparability with established ELISA techniques using 102 samples. Protein A contaminant reproducibility 
results showed low CVs, flexibility to work efficiently with 5 commercial Protein A ligands, and assay correlation with commercial ELISA kits. Product titer data were 
verified in “no-spin” samples containing over 10 million cells within 10 minutes and regardless of cell viability. 

Results: These data show that the ViBE produces results comparable to established techniques yet offers significant process workflow advantages.

ABSTRACT

MATERIALS

HOST CELL PROTEIN ASSAYS

The performance of the ViBE Protein Analysis Platform powered by the AMMP® 
HCP assay was evaluated compared with a commercially available ELISA for 
Chinese Hamster Ovary (CHO) HCP contamination. An assortment of bioprocess 
samples were selected from multiple stages of the purification process to 
demonstrate these comparison results.   

AMMP Assay performance was evaluated for inter- and intra-assay precision, 
quantitation range, and the ability to accurately measure the concentration 
of controls spiked into a sample. Both measurement techniques accurately 
measured the concentrations of CHO HCP contaminants in 102 bioprocess 
samples. The results agreed well across the entire quantitation range, with a 3 
ng/mL average difference between the two data sets. These data show that the 
AMMP HCP assay produces results comparable to established techniques and 
offers significant advantages with respect to work-flow and hands-on time. 

Comparative Performance  -  ELISA vs. AMMP assay

ELISA ViBE
Dilution 1:5000 1:10,000 1:5000 1:10,000
Average 52.8 23.3 69.4 30.2
SD 8.5 3.0 4.8 3.8
CV 16% 13% 7% 13%

ELISA versus AMMP Assay
A control sample was run at two dilutions on a 
commercially available ELISA assay and the ViBE 
workstation. The data was compiled from eight 
separate assays run over a time period of several 
weeks. The AMMP assay produced similar results to 
the ELISA with coefficient of variation as good or 
better than the ELISA assay.

Reduced Hands-on-Time
The BioScale ViBE platform running 
with AMMP assays reduced the 
number of manual steps (minimizing 
operator error and operator hands-
on time) in the HCP analysis workflow 
by replacing traditional, manually 
intense methods. 

Repeatability- three standards of known concentration 
were tested twenty times with one ViBE cartridge.

Sample
(ng/mL)

Measured
Conc (ng/mL) SD CV (%)

50 53.2 5.4 10%
25 24.8 2 8%
5 5.4 0.3 6%

Reproducibility- three samples were tested 
in duplicate across three lots of cartridges 
on three different days.

Sample
(ng/mL) SD CV

44.1 2.5 6%
19.6 1.2 6%
5.2 0.6 12%

Assay Performance
When compared to an ELISA assay, the ViBE workstation using the AMMP CHO-HCP assay gives similar 
results with respect to accuracy and precision of CHO-HCP contaminant detection. Assay performance 
was assessed for  repeatability by measuring three standards of known concentration twenty times on 
one ViBE HCP cartridge. The results reveal intra cartridge coefficients of variations (CVs) of 10% or less 
for the AMMP CHO-HCP assay. Assay reproducibility was assessed by running three standard CHO/HCP 
samples in duplicate across three lots of cartridges on three separate days.

Results
To meet today’s stringent FDA guidelines with regard to host cell protein 
detection, biopharmaceutical companies require an assay and sample prep 
platform that can consistently deliver accuracy, reproducibility, sensitivity and 
assay performance across a broad dynamic range and with often difficult and 
complex sample matrices. The BioScale ViBE Platform and AMMP CHO-HCP assay 
demonstrated performance similar to a validated commercial ELISA but also 
offered significant advantages with respect to workflow and hands-on time.

PROTEIN A CONTAMINATION ASSAYS

The performance of the ViBE Protein Analysis Workstation using the AMMP 
Protein A assay were evaluated for feasibility, assay and ligand performance and 
a comparison with traditional ELISA for Protein A contamination.

SPECIFICITY: Establishing flexibility of AMMP Assays with Protein A from various sources

Protein A Calibration Curve Recombinant, natural and constructs of Protein A from 
various vendors were assayed together to compare 
reactivity. This graph summarizes the reactivity of the 
various Protein A sources in the BioScale AMMP assay. The 
assay utilizes Pierce recombinant Protein A as a standard.  
The AMMP assay is flexible enough to work with the 
most common Protein A sources used in commercial 
manufacturing as affinity matrices.

CORRELATION: Excellent correlation with commercial ELISA assay kit

Correlation - AMMP vs. ELISA Using the ViBE Workstation, a correlation study was 
conducted running an AMMP Assay versus a commercial 
Repligen ProA ELISA kit assay to evaluate each 
technology.  Data represent USP 1 and USP 2 standards 
tested by AMMP and Repligen ELISA. The correlated data 
points are mean values of n = 2 in plate replicates (n = 2)
in both test formats, so we used mean value to represent 
result that is being correlated.  The data represent 
excellent correlation between the assays with R2=0.99 
with a 95% confidence level.

ACCURACY: Uniform results from Spike and Recovery & Linear Dilution

Spike and recovery experiments demonstrate sample diluent 
effects when samples are measured and compared to samples in 
matrices which are different from matrices that are used to dilute 
assay calibrators. Observed versus expected results are used to 
calculate percent recovery of the samples. In these studies, the 
same matrix for the spikes of mock samples and the calibrator 
diluents were used.  Mock samples were prepared for assessing 
spike and recovery at three different levels in the assay: low (0.125 
ng/mL), medium (0.25 ng/mL) and high (0.5 ng/mL).  These were 
run in triplicate throughout the plates.   Results indicate that AMMP 
Assays provide consistent recoveries of between 80 -120% which is 
well within the industry acceptable standards for Protein A assays. 
Linear Dilution results not shown here.

PRECISION: Uniform results from in matrix analysis of Mab produced in CHO cells using Protein A 
purification

Accuracy and precision were evaluated on an assortment 
of bioprocess samples of a monoclonal antibody selected 
from multiple stages of the purification process. Results 
demonstrate high quality data integrity for accuracy and 
precision with low %CVs.

Results
The AMMP Protein A Assay on the ViBE 
Workstation performed similarly to 
commercial ELISAs with comparable 
results across a range of Protein A ligands, 

demonstrating greater sensitivity, excellent recovery in a broad range of sample 
concentrations, and with accurate and precise results from assay-to-assay, 
sensor-to-sensor, user-to-user. Using in-matrix bioprocess samples from 4 stages 
of the production process, AMMP assays generated reproducible results with 
%CVs of less than 12%.

PROTEIN TITER MEASUREMENT

Product Titer experiments were run in multiple plates of raw fermentor samples 
diluted into assay buffer. The samples were not spun before analysis. Calibration 
curve and testing of samples using viable and nonviable cells were run to  assess 
feasibility. Accuracy and precision was evaluated using three human IgG samples 
and a correlation study tested samples in duplicate across 8 serial dilutions 
compared to the commercial reference method.

Product Titer Calibration Curve Calibration Range
The ViBE Workstation successful performed 
protein measurement with direct Bioreactor 
samples (no spin) regardless of viability. The 
data in this chart shows spike recoveries in
samples with 0% and 98% viable cells that fall 
in line with calibration.

Correlation Study Comparative Assay Performance
Product Titer results performed on the ViBE 
Workstation agree well with the commercial 
reference method (R2 = 0.94). Samples tested 
in duplicate across 8 serial dilutions, average of 
linear dilutions was used in the comparison.

Antibody Titer

Sample
(µg/mL)

Measured conc. 
(µg/mL)

Number of 
Replicates

Standard 
Deviation CV Recovery

400 371 9 10 2.7% 93%

40 42 9 0.6 1.5% 106%

4 4.3 9 0.08 2.0% 107%

Antibody Titer Accuracy and Precision
Three samples of human IgG were prepared and nine replicates of each were run across the ViBE 
universal cartridge.  Accuracy and precision for all three samples met specifications .

Results
The challenges of dealing with complex samples, such as fermentor samples 
with high cell concentration were assessed with the ViBE Protein Analysis 
Platform running AMMP assays. Using the ViBE, there was no sample treatment 
required and quantitation was verified with “no spin” samples containing over 
10 million cells. Only one dilution was necessary and reproducible results were 
obtained in 10 minutes. 
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